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Abstract: Using the conventional XAD 8/4 method with general columns to isolate dissolved organic
matter (DOM) is extremely time-consuming and labor-intensive. This study presents a rapid and effective
method using solid-phase extraction (SPE) cartridges packed with XAD 8/4 resins for isolating various
DOMs. The relative fraction (percentage hydrophobic, transphilic, and hydrophilic) of the various
DOMs processed by both methods showed similar values. Moreover, changes in the molecular weight
distribution of effluent from XAD 8/4 resins processed by both methods showed the same ultraviolet (UV)
and fluorescence absorbance pattern s. The biopolymer compositions of eluates from XAD 8/4 resins
also showed no significant difference between the two methods. However, higher carbon recovery of the
isolation method using SPE cartridges was found (with columns: 88.9%; with SPE: 95.9%). In addition,
the proposed method using SPE cartridges packed with XAD 8/4 resins is much faster than that using
general columns (with columns: 1468 min; with SPE: 485 min). The proposed isolation method is highly
efficient and accurate; it is an excellent candidate method for isolating various DOMs.
Keywords: humic acid; XAD resin; solid-phase extraction; hydrophobicity
1. Introduction
Recently, interest in drinking water analysis for natural organic matter (NOM), which is of health
and aesthetic concern, has rapidly increased [1]. NOM, which exists in ground and surface water,
consists of complex and heterogeneous compounds composed of humic substances, carbohydrates,
proteins, and others at levels of parts per million [2,3]. Thus, it is necessary to isolate and concentrate
dissolved organic contaminants prior to chemical analysis [4].
Although there are many well-documented resin techniques for the isolation and concentration of
organic matter from water, only a few studies have been conducted to quantitatively investigate the
sorption and elution of organic matter from water by various resins. In recent years, combined XAD
8/4 resins have been used to isolate organic solutes from water [5–7]. The properties of XAD 8/4 resins
are well understood, and extensive studies have been conducted to evaluate resin performance in
the isolation and recovery of organic matters from water [8–10]. The combined isolation method for
dissolved organic matter (DOM) with XAD 8/4 resins has been extensively used in water chemistry
research. It has been established that the so-called hydrophobic (HPO) fraction of DOM adsorbs onto
the XAD 8 resin from water samples and can then be eluted from the resin using 0.1 N NaOH solution.
Another large fraction of the DOM in water is the transphilic (TPI) fraction, which does not adsorb
onto XAD 8 resin but onto XAD 4 resin. The TPI fraction can also be eluted from the XAD 4 resin using
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an 0.1 N NaOH solution. The final fraction of the DOM is called the hydrophilic (HPI) fraction, which
does not adsorb onto either XAD 8 or XAD 4 resins (Figure 1) [11].
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However, the conventional combined XAD 8/4 resin method has some li itations for the effective
isolation of organic matter. Glass columns equipped with peristaltic pumps and Teflon tubing were
generally used for loading the water samples in combined XAD 8/4 resin systems. The tubing line
must be manually reset as the cleaning solution is changed. Hence, using the conventional combined
XAD 8/4 resin system can be inconvenient when large numbers of water samples are to be isolated.
In addition, the carbon mass recovery of organic matter in the combined XAD 8/4 resin system can
vary, as the glass columns and the tubing are manually set.
To overcome these limitations of the conventional combined XAD 8/4 resin method, a solid-phase
extraction (SPE) technique was applied to develop an automated method for isolation of organic matter
using cartridges filled with XAD 8/4 resins. The SPE method is widely used as a sample-preparation and a
selective extraction technique for the isolation and concentration of selected water samples [12]. The water
sample is tra sferred to an SPE cartri ge, and the DOM is adsorbed into the resin i the cartridge by
various interactions (e.g., HPO i teraction). The isolate sample is recovered by elution using a liquid or
fluid, or by therm l desorption into the gas phase. T e strong adv n age of an SPE method is that a high
level of utomation possible using online in faces for the isolation of DOM from water samples.
Although many studies have investigated the SPE method for isolating or c n e trating a solute
in many areas of chemistry, including environmental, pharmaceutical, clinical, food, and industrial
chemistry [13–16], the SPE method using cartridges packed with XAD 8/4 resins has not yet been applied
for the isolation of DOM. Accordingly, the purpose of this study is to validate the isolation method using
an automated SPE device equipped with cartridges packed with XAD 8/4 resins to develop an effective
isolation method for various kinds of organic matter. Therefore, the combined XAD 8/4 isolation method
with general columns and SPE cartridges are rigorously compared in terms of relative HPO fraction, carbon
mass recovery, and chemical analysis of the effluent and eluate solutions from the XAD resins.
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2. Materials and Methods
2.1. Water Sample Preparation
Aldrich humic acid (AHA) purchased from Sigma-Aldrich (St. Louis, MO, USA) was used for
experiments as model organic matter. Moreover, three types of water samples (i.e., Muryeongari
wetland (MW-NOM), Han River (HR-NOM), and Suwannee River NOM (SR-NOM)) were selected to
investigate the difference in the efficiency of isolation of NOM using the two considered methods (with
general columns and with SPE devices). MW-NOM and HR-NOM were taken from surface water
in the Muryeongari wetland and Han River in Korea, respectively. Suwannee River NOM samples
(SR-NOM) were purchased from the International Humic Substance Society (IHSS) (St. Paul, MN,
USA). Prior to analyses, all the collected water samples were pretreated by using a 0.45-µm mixed
cellulose ester membrane filter (Millipore, Bedford, MA, USA) and acidified to pH 1.95 with 0.1 M HCl.
2.2. Procedure of Combined XAD 8/4 Resins Isolation with General Columns
The isolation of DOM based on hydrophobicity generally proceeds using Amberlite XAD 8 and
XAD 4 resins in series: the XAD 8 resin is used first, followed by the XAD 4 resin (Figure 1).
XAD 8/4 resins were dried overnight in an oven at 70 ◦C. The resins were left in a desiccator to
reach the ambient temperature before being sieved to sizes of 0.1 cm × 0.1 cm to obtain uniform size
distributions. 21.5 g of XAD 8/4 resins were aspirated into glass columns (i.d. = 0.7 cm, length = 15 cm)
to obtain 7-cm-long beds. A Gilson peristaltic pump was used for loading the water sample; it was
connected to the top of the column of XAD 8 resin using Teflon tubing (i.d. = 0.8 mm). The bottom of
the column of XAD 8 resin was connected to the column of XAD 4 resin with Teflon tubing. The water
sample was passed through the column of XAD 8 resin, and then the effluent from the column of
XAD 8 resin was passed through the column of XAD 4 resin. The installed system was further cleaned
repeatedly with DI (Deionized) water, 0.1 M HCl, and 0.1 M NaOH to remove any impurities.
The HPO fraction of DOM was quantitatively adsorbed onto XAD 8 resin, and the TPI fraction
of DOM was adsorbed onto XAD 4 resin, according to the procedure of Malcom [6,11]. 600 mL of
samples were passed through the combined resin system (XAD 8 followed by XAD 4). The effluent
from the column of XAD 8/4 resins was sampled after 200 mL of water samples had passed through
the combined resin system (the column void volume is generally 67% of the resin bed volume [11]).
After each run, the HPO and TPI fractions of DOM were back-eluted from the columns of XAD
8/4 resins using 0.1 M NaOH with the precautions mentioned in Macolm [6,11]. The eluates were
immediately neutralized using 0.1 HCl to avoid the oxidation of DOM.
Determination of a sufficient amount of resin to prevent exceeding the adsorption capacity (qe) is
required. Column adsorption experiments for XAD 8/4 resins were conducted to evaluate the sufficient
amount of resin at room temperature (20 ◦C) through a combined XAD 8/4 resin method with general
columns and a 600-mL solution of AHA. The dissolved organic carbon (DOC) concentrations of the
AHA solution were adjusted to 10 mgC L−1. The pH of the solution collected from each column was
preserved at pH 6.5. To obtain the breakthrough curve, the effluent from the column of XAD8/4 resins
was collected every 20 min. Column studies were terminated when the column reached exhaustion
when the DOC concentration of effluent from the columns was increasing.
The adsorption capacity qe (mgC/mg) was calculated using:
qe =
ViCi − VeCe
W
(1)
where Ci and Ce are the carbon concentrations of the initial and effluent solutions of AHA from the
XAD 8/4 columns (mgC/L), respectively. Vi and Ve are the volumes of initial and effluent solutions of
AHA from the XAD 8/4 columns (L), respectively, and W is the mass of adsorbent material (mg).
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2.3. Procedure for Combined XAD 8/4 Resin Isolation with SPE Cartridges
SPE was performed with an SPE device (Autotrace 280, Dionex, Sunnyvale, CA, USA) for the
isolation of DOM using cartridges packed with XAD 8/4 resins. Empty plastic SPE cartridges (6 mL,
Sigma-Aldrich, St. Louis, MO, USA) were filled with a sufficient amount of XAD 8/4 resins (7 g),
which prevents exceeding the adsorption capacity of XAD 8/4 resins using a 25-mL glass pipette.
The combined XAD 8/4 isolation method with the cartridges was also set in series. The bottom of
the cartridge packed with XAD 8 resin was manually connected to the cartridge packed with XAD
4 resin with tubing used in the SPE devices. Thus, the sample water was passed through the XAD
8 cartridge, and then the effluent from the XAD 8 cartridge was passed through the XAD 4 cartridge.
This system was further cleaned automatically with DI water, 0.1 M HCl, and 0.1 M NaOH to remove
any impurities using the AutoTrace software program (Dionex, Sunnyvale, CA, USA).
After the cleaning procedure, 600 mL of samples were passed through the combined XAD
8/4 system using the SPE device (XAD 8 followed by XAD 4), and the effluent solution from the
cartridges of XAD 8/4 resins was collected after 200 mL of water samples had passed through the
system. After sample collection, the adsorbed HPO and HPI DOM were automatically eluted from the
XAD 8/4 resins using 0.1 M NaOH. The eluates were immediately neutralized using 0.1 HCl to avoid
oxidation of DOM at pH 7.
2.4. Analytical Methods
The concentration of DOC and total nitrogen (TN) were measured using a total organic carbon
analyzer (TOC-VCPH, Shimadzu, Kyoto, Japan) coupled with a TN analyzer (TNM-1, Shimadzu, Kyoto,
Japan). The relative HPO, TPI, and HPI fractions and the carbon mass balance were determined using
the DOC concentration of raw samples, the effluent, and the eluate samples from the XAD 8/4 resins
by the following equations:
HPO (%) =
Wraw −WXAD8, e f f
Wraw
× 100 = WXAD8, elu
Wraw
× 100 (2)
TPI (%) =
WXAD8, e f f −WXAD4, e f f
Wraw
× 100 = WXAD4, elu
Wraw
× 100 (3)
HPI (%) =
WXAD4, e f f
Wraw
× 100 (4)
Recovery (%) =
WXAD8, elu +WXAD4, elu + WXAD4, e f f
Wraw
× 100 (5)
W (mgC) = C
(
mgC·L−1
)
×V (mL)× 10−3 (6)
where Wraw, WXAD8, e f f , and WXAD4, e f f are the carbon mass of the raw sample and effluent samples
from the XAD 8 and XAD 4 resins (mg), respectively. WXAD8, elu and WXAD4, elu are the carbon masses
of eluate samples from XAD 8 and XAD 4 resins. C is the carbon concentration of the sample, and V is
the volume of the sample water, respectively.
The aromatic content of DOM in terms of UV absorbance at 254 nm (UVA254) was determined by
a UV/Vis spectrometer (UV-1601, Shimadzu, Kyoto, Japan) with a 1-cm quartz cell (Hellma, Mülheim,
Germany), and specific UV absorbance (SUVA) values were calculated as SUVA (L/mg m) = UVA254
(/cm)/DOC (mg/L) × 100. the molecular weight (MW) distributions of DOM were confirmed by
high-performance size-exclusion chromatography (eluant composition = 96 mM NaCl + 2.4 mM NaH2PO4
+ 1.6 mM Na2HPO4, pH = 6.8; flow rate = 0.7 mL/min) system equipped with a Protein-Pak 125 column
(Waters, Milford, MA, USA) and UVA and fluorescence detection [17,18]. A Curie-point pyrolyzer (JCI-22,
JAI, Chiba, Japan) was used for organic pyrolysis. Approximately 0.1 mg of the freeze-dried eluates from
XAD 8/4 resins were prepared in a ferromagnetic foil (Pyrofoil F590, JAI, Chiba, Japan). The pyrolyzed
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fragments of the freeze-dried eluates from XAD 8/4 resins were analyzed using a GC/MS (5975C, Agilent,
Santa Clara, CA, USA) equipped with a Curie-point pyrolyzer (JCI-22, JAI, Chiba, Japan). The pyrolysis
temperature was 590 ◦C, and the volatilized compounds were injected into the GC/MS column (DB-5,
Agilnet, Santa Clara, CA, USA). The initial oven temperature of the GC/MS was adjusted to 40 ◦C, and the
temperature was steadily increased (7 ◦C/min) until the final temperature was 300 ◦C. A capillary column
(30 m × 0.25 mm i.d.) coated with a 0.25 µm film of 5% phenyl methyl siloxane was used. High purity
helium gas was used as carrier gas at a flow rate of 1.0 mL min−1. The pyrolyzed fragments of the three
samples were categorized into six groups based on Bruchet et al.’s work: polysaccharides, amino sugars,
proteins, polyhydroxy aromatic (PHA) compounds, lignin, and lipids [19].
3. Results and Discussion
3.1. Comparison of Time for Organic Matter Combined Isolation with XAD 8/4 Resins
Table 1 shows the procedure time and carbon recovery rates for organic matter isolation by the
combined XAD 8/4 isolation method with general columns and with SPE cartridges. XAD 8/4 resin
isolation with columns required 779 min for NOM isolation. A large portion of the total time was for
cleaning (365 min) because this step used three types of solutions for cleaning resins: NaOH, HCl, and DI
water solutions. The second-largest time-consuming step was sample loading (300 min), but this time
depends on the DOC concentration in a sample. In this experiment, we loaded 600 mL of each of the
samples with various concentrations of DOC. If the sample has a low DOC concentration, the sample
loading volume should increase to obtain distinguishable adsorption in each resin. DOM isolation with
SPE cartridges showed less time than that for isolation with the columns. It required only a total of 265 min,
including 126 min for cleaning and 100 min for sample loading. The duration of each step was determined
based on the amount of resins in the SPE cartridge. The amount in a SPE cartridge was approximately
three times less than that in a column (SPE cartridge: 7 g, columns: 21.5 g), and the volume of solution in
each step was reduced by one third. Therefore, the XAD isolation method with SPE cartridges was able
to reduce about 70% of the total time and volume of the solution compared to the conventional method.
In addition, the isolation method using SPE cartridges improved carbon recovery from 88.9% to 95.9%.
The detailed results relating to DOC adsorption are discussed in Section 3.2.
Table 1. Procedures of DOM isolation using the combined XAD 8/4 resins with columns and with
SPE cartridges.
Procedure Solution
Flow Rate XAD with Columns XAD with SPE
(mL/min) Amount (mL) Duration (min) Amount (mL) Duration (min)
Clean
DI water 2 250 125 83 42
0.1 N
NaOH 2 40 20 13 7
DI water 2 40 20 13 7
0.1 N HCl 2 40 20 13 7
DI water 2 40 20 13 7
0.1 N
NaOH 2 40 20 13 7
DI water 2 40 20 13 7
0.1 N HCl 2 40 20 13 7
DI water 2 40 20 13 7
0.1 N
NaOH 2 40 20 13 7
DI water 2 40 20 13 7
0.1 N HCl 2 40 20 13 7
DI water 2 40 20 13 7
Acidify 0.1 N HCl 2 40 20 13 7
Load Sample 2 600 300 200 100
Wash DI water 2 8 4 3 2
Water 2019, 11, 67 6 of 13
Table 1. Cont.
Procedure Solution
Flow Rate XAD with Columns XAD with SPE
(mL/min) Amount (mL) Duration (min) Amount (mL) Duration (min)
Elute
0.1 N
NaOH 1 40 40 13 13
DI 1 20 20 7 7
0.1 N HCl 1 30 30 10 10
Total 1468 779 485 265
Recovery (%) 88.9 95.9
3.2. Adsorption Capacity (qe) of Combined XAD 8/4 Resins for AHA
The kinetic profiles of the adsorption of AHA on the XAD 8/4 resins are shown in Figure 2.
The adsorption capacities of both resins increased with time and reached the saturation condition.
The XAD 8 resin adsorbed a higher amount of AHA than did the XAD 4 resin, which is in good
agreement with previous studies regarding the adsorption of humic substances with the same
resins [8,20]. The chemical structure of the XAD 8 resin is that of an acrylic non-aromatic ester,
while that of XAD 4 is a styrene divinylbenzene copolymer resin containing aromatic and very HPO
characteristics. Since the adsorption capacity of XAD resins is affected by chemical composition,
it caused a difference in adsorption capacities between XAD 8 and XAD 4 resins [8]. In addition,
the large pore size of the XAD 8 resin (>25 nm) induces rapid adsorption by diffusion of macromolecules
into the resin matrix compared with that of the XAD 4 resin (<5 nm) [11]. Thus, a large amount of
AHA, which is a HPO macromolecule, could be adsorbed by the XAD 8 resin.
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Figure 2. Adsorption cap city (qe) of XAD 8/4 r i l rich humic acid (AHA).
The adsorption capacity is especially important for the co bi e 8 4 isolation method
because th HPO fraction of DOM that exce ds the adsorpti it of the XAD 8 resin adsorbs
onto the XAD 4 resin; it then i terfer s with an ac urate a t f the HPO fraction of DOM.
The critical point f the adsorption capacity indicates enough resin for packing in the SPE cartridges.
The obtained valu from the experiment provides practical information th t e ables finding an optimal
amount of resins for adsorption. In Figure 2, XAD 8 showed 0.86 mgC/g of maximum capability,
and XAD 4 had 0.46 mgC/g for 10 mgC/L of AHA adsorption. According to these results, we packed
the SPE cartridge using 7 g of XAD 8/4 resins. The amount of resin packed in columns versus SPE
cartridges was reduced by approximately 14 g for the latter in the adsorption experiment.
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3.3. Relative Fraction of AHA and Mass Balance Determined by Combined XAD 8/4 Isolation with Columns
and SPE Cartridges
AHA was fractionated into three fractions by two isolation methods (with columns and SPE
cartridges): HPO, TPI, and HPI fractions (Figure 3). The percentage of each fraction of AHA from both
methods showed similar values. The column test fractionated AHA into 60% HPO, 14% TPI, and 24%
HPI organic matter. The fractions from the SPE cartridge showed 57% HPO, 16% TPI, and 26% HPI
organic matter.
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Figure 3. Relative hydroph bicity of AH determined by combined XAD8/4 isolati l ns
and SPE cartridges.
However, when comparing the mass balance results between the two experim nts, the isola ion
method using the SPE devices showed a hig er carbon recovery than did that using col m s (Table 2).
The total carbon mass of each experiment was calculated by the summation of the carbon mass in the
fractions. The recovery rate from isolation with the SPE devices was 95.9%, while that with columns
was 88.9%. We suggest possible reasons for the higher recovery value of the isolation method with the
SPE device. The first reason is the difference in the material properties of the tube for sample loading.
The isolation method with columns used a flexible silicon rubber tube, which can absorb lipophilic
compounds [21], while the method with the SPE devices used a relatively nonflexible tube coated
internally with Teflon. Secondly, the column had headspace volume due to compaction of the resins
after sample loading, while the SPE cartridge did not exhibit this space. Thus, less water might have
been loaded into the column than into the SPE cartridge during the same time period.
Table 2. Carbon mass balance of AHA through combined XAD 8/4 isolation with columns and with
SPE cartridges.
XAD with Columns XAD with SPE
Carbon mass (mgC)
Raw AHA 5.05 ± 0 5.05 ± 0
XAD 8 isolate 2.65 ± 0.02 2.74 ± 0.02
XAD 4 isolate 0.63 ± 0.01 0.79 ± 0.01
XAD 4 effluent 1.21 ± 0.01 1.31 ± 0.01
Total 4.49 ± 0.04 4.84 ± 0.04
Recovery (%) 88.9 ± 0.8 95.9 ± 0.6
Water 2019, 11, 67 8 of 13
3.4. Physicochemical Properties of Isolated AHA by Combined XAD 8/4 with Columns and with SPE Cartridges
Changes in the MW distribution of the AHA solution through combined XAD 8/4 isolation with
columns and with SPE cartridges were measured in terms of aromatic and protein-like substances
(Figure 4). The AHA solution contained aromatic substances, which are detected by UV absorbance at
254 nm, with MW ranges from 388 to 1883 Da. The effluent solution passed through the XAD 8 resin
in the column, and the SPE cartridge had smaller MW ranges from ca. 390 to ca. 1021 Da owing
to adsorption of the resin. Since most of the HPO organic matter is adsorbed on the XAD 8 resin,
the amount of DOM in the effluent from the XAD 8 resin is smaller than for the AHA solution, resulting
in the lower UV response at 254 nm. However, the effluent from the XAD 4 resin with the columns and
SPE cartridge showed almost the same MW distribution as with the XAD 8 effluent samples. The XAD
4 resin was designed to absorb a large proportion of lower-molecular-weight organic matter because
the resin is HPO and has a large specific surface area [8,11]. The results showed that the chromatogram
of the effluent from the XAD 4 resin is not significantly different than the effluent from the XAD 8 resin.
This is because most of the AHA HPO organic matter with a SUVA value of 10.55 (L mg−1 m−1) [22]
adsorbs on the XAD 8 resin. After the sorption of the XAD 8 resin, the XAD 4 resin could absorb only
a small portion of the AHA.
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4 resins with (a,b) columns and (c,d) solide-phase extraction (SPE) devices: (a,c) aromatic substance;
(b,d) protein-like substance.
The r sults of fluorescence absorbance of the s l s s ed the same pattern as that of UV
absorbance (Figure 4c,d). The AHA solution also contained protein-like substances, which are detected
by fluorescence absorbance, with MW ranges from 281 to 32,181 Da. The effluent solution passed
through the XAD 8 resin in the column, and the SPE cartridge had smaller MW ranges from ca. 639 to
ca. 1519 Da owing to adsorption of the resin. Since most of the HPO organic matter is adsorbed on
the XAD 8 resin, the amount of DOM in the effluent from the XAD 8 resin is smaller than for the
AHA solution, resulting in the lower fluorescence response. Although the effluent from the XAD
4 resin with the columns and SPE cartridge showed almost the same MW distribution for the XAD
8 effluent sample, the amount of DOM in the effluent, whose MW ranges from ca. 22,594 to ca. 31,000,
was significantly reduced when passed through the XAD 4 resin. This indicates that protein-like
substances with high MWs can be adsorbed more onto the XAD 4 resin than onto the XAD 8 resin.
Moreover, there was no significant difference in the changes of the MW distribution of the AHA
through the XAD 8/4 resins between the two methods. This als indicates that the phy icochemical
pro erty f the effluent from the SPE cartridges packed with the XAD 8/4 resins is the same a that
from the general colu ns.
Tests of the biop lymer compositions of DOM adsorb t 8 4 resins from the columns
and SPE cartridges were con cte (Figure 5). AHA contained lignin, polysaccharides, protein,
and polyhydroxy aromatic (PHA) fragments. These results were similar to those from previous
research that reported that pyrolysis products of AHA included furans, pyrroles, phenols, benzenes,
and alkanes, which are building blocks of biopolymers [23–25]. Since XAD 8 adsorbed more HPO
substances than did XAD 4, In addition, XAD 4 also showed an order similar to the result of XAD
8 for the portion of adsorbed biopolymer (PHA > PS > protein, no lignin portion), even though the
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amount of adsorbed organic matter on XAD 4 was smaller than the amount of the adsorbed organic
matter onto XAD 8 (Table 2). This indicates that the eluates from XAD 8/4 resins for AHA may have
similar chemical compositions, although the functionalities of the eluates from XAD 8/4 of the humic
substances are different [26]. In addition, it was observed that the amount of the protein portion
adsorbed onto XAD 4 is higher than the amount of the protein portion adsorbed onto XAD 8, which is
in good agreement with the results of the MW distribution for the protein-like substance. Thus, it can
be postulated that protein-like substances with high MWs can be more easily adsorbed onto XAD 4.
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More ver, the results howed that there was fi t di ference in adsorption of DOM
between the two methods. They had the sa ti e to the portion of each biopolymer in
the XAD 8/4 resins. e combined XAD 8/4 isolation method with SPE cartridges was verified
when comparing the biopolymer composition of eluates from the XAD 8/4 resins with that of the
column method.
3.5. Comparison of NOM Fractionation with Environ ental Sa ples by the XAD 8/4 Resins with Columns
and with SPE Cartridges
To validate the practical applications of the developed ethod, OM isolation was conducted
using three different types of NOMs: MW-NOM, HR-NOM, and SR-NOM. Each sample was analyzed
in terms of pH, DOC, UV254 absorbance, SUVA, TN, and conductivity (Table 3). pH values of all
samples were in the typical natural water range from 6 to 8 [27]. SR-NOM was dissolved with a
DOC concentration of 10 mgC/L. The DOC concentrations of MW-NOM and HR-NOM were 7.6 and
2.1 mgC/L, respectively. SR-NOM had the highest SUVA value (4.3 L/mg-m) compared to the other
samples (MW-NOM: 2.8 L/mg-m and HR-NOM: 1.7 L/mg-m). However, the conductivity and TN
values of HR-NOM were the highest among the samples. The difference in the DOC and conductivity
between the MW-NOM and HR-NOM derived from the environmental conditions of the samples.
MW-NOM was taken from an isolated wetland located at the top of a mountain. Since this site
maintained its water level only by rainfall, the conductivity was low, and the DOC concentration was
higher than that of river water. However, because the river water sample containing HR-NOM passes
through Seoul in Korea, it could contain large amounts of ions from various sources, resulting in high
conductivity of the sample.
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Table 3. Water characteristics of various types of natural organic matter.
Muryeongari Wetland (MW-NOM) Han River (HR-NOM) Suwannee River (SR-NOM)
pH 6.5 6.8 7.3
DOC (mg-C L-1) 7.6 ± 0.5 2.1 ± 0.3 10.1 ± 0.2
UV254nm 0.2123 ± 0.002 0.0358 ± 0.001 0.4341 ± 0.001
SUVA (L/mg-m) 2.8 ± 0.4 1.7 ± 0.3 4.3 ± 0.5
TN (mg-N L-1) 0.4 ± 0.1 4.6 ± 0.3 0.2 ± 0.1
Conductivity (µS cm-1) 42.9 ± 0.5 321.0 ± 2.4 12.1 ± 1.6
The samples were fractionated using the XAD 8/4 resins with the columns and with the SPE
cartridges (Figure 6). The percentages of fractions in each sample were very similar in the samples
when comparing the experimental results for the column and for the SPE cartridge. Both experimental
results showed that MW-NOM was fractionated into ca. 62% HPO, ca. 10% TPI, and ca. 28% HPI
organic matter. HR-NOM had a large portion of HPI organic matter (60%) and contained 23% HPO
and 6% TPI organic matter. The results showed that the method with the SPE cartridge packed
with XAD 8/4 resins can accurately fractionate various NOMs with different hydrophobicity and
conductivity values.
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4. Conclusions
An isolation method for organic matter using SPE cartridges packed with XAD 8/4 resins was
developed in comparison with an isolation method using general columns filled with XAD 8/4 resins in
this study. The HPO, TPI, and HPI fractions of the four different organic matter types considered (AHA,
MW-NOM, HR-NOM, and SR-NOM) by both isolation methods showed similar values. The changes in
the MW distribution of the effluent solution from the XAD 8/4 resin using both isolation methods also
Water 2019, 11, 67 12 of 13
showed the same pattern. In addition, the difference between the methods in terms of the biopolymer
composition of eluates from XAD 8/4 resins was not significant. However, a higher carbon recovery
rate of the isolation method using the cartridge packed with XAD resins was found than in the isolation
method with general columns (with columns: 88.9%, with SPE cartridges: 95.9%). In addition, isolation
using the SPE cartridges was much faster than that using general columns. These results suggested
that the isolation method using an SPE device equipped with cartridges packed with XAD 8/4 resins is
not only accurate for various organic matter types but is also very effective and practical for reducing
required time and labor with high sample recovery.
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